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Daily Balance and Negative Control Sheet 
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For Balance Check: Record the weight to the appropriate significant figures 
For Negative Control Check: Record the actual color observed or no rxn 


Note: If there are discrepancies, indicate corrective action taken to resolve the situation in the comments section 
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